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Abstract. A quantitative flow measurement method that utilizes a se-
quence of photoacoustic images is described. The method is based on
the use of gold nanorods as a contrast agent for photoacoustic imag-
ing. The peak optical absorption wavelength of a gold nanorod de-
pends on its aspect ratio, which can be altered by laser irradiation �we
establish a wash-in flow estimation method of this process�. The con-
centration of nanorods with a particular aspect ratio inside a region of
interest is affected by both laser-induced shape changes and replen-
ishment of nanorods at a rate determined by the flow velocity. In this
study, the concentration is monitored using a custom-designed, high-
frame-rate photoacoustic imaging system. This imaging system con-
sists of fiber bundles for wide area laser irradiation, a laser ultrasonic
transducer array, and an ultrasound front-end subsystem that allows
acoustic data to be acquired simultaneously from 64 transducer ele-
ments. Currently, the frame rate of this system is limited by the pulse-
repetition frequency of the laser �i.e., 15 Hz�. With this system, ex-
perimental results from a chicken breast tissue show that flow
velocities from 0.125 to 2 mm/s can be measured with an average
error of 31.3%. © 2007 Society of Photo-Optical Instrumentation Engineers.
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Introduction

lood flow in an organ or tissues through capillaries repre-
ents an important factor for diagnosing pathological condi-
ions, including heart failure,1 liver cirrhosis,2 and
ancreatitis,3 and for evaluating the physiological condition,
uch as in renal transplants.4 Moreover, antiangiogenesis
herapies for tumors have recently received wide attention in
nimal models used in preclinical research.5,6 Treatment ef-
ects can be evaluated by longitudinal observation of tumor
ngiogenesis, which can be achieved by measuring the capil-
ary flow in the tumor.7,8 The flow rate in a considerable small
egion of interest �ROI� is commonly measured by monitoring
he concentrations of exogenous indicators, which is also
nown as the contrast-specific measurement method.9–11 Re-
ently, we have successfully developed contrast-specific
ethods for photoacoustic measurements of flow using gold

anorods as the contrast agent.12–15 Although these methods
ave been shown to be effective, they are designed for mea-
uring flows in large vessels, where the ROI is inside the
essel. In this work, we extend the method to vessels smaller
han the photoacoustic sample volume using a high-frame-rate
hotoacoustic imaging system. One major advantage of such
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a 2-D photoacoustic flow measurement system is that it pro-
vides both anatomical and flow information.

Contrast-specific flow measurements have been developed
using various imaging modalities, such as computed
tomography,2,3,16 magnetic resonance imaging,17,18 and
ultrasound.19 Contrast agents are used as flow indicators, with
their dilution monitored as a function of time. In general,
contrast agents are materials that are injected into the human
body to enhance the signal-to-noise ratio �SNR� of blood ves-
sels in the ROI. Although concentration is the parameter of
interest, most contrast-specific methods measure the signal
intensity, implicitly assuming that the intensity is linearly pro-
portional to the concentration.17,19 The measured signal inten-
sity over time is also known as the time-intensity curve �TIC�.
The flow rate is determined based on the indicator-dilution
theory,20–22 which typically employs a mixing chamber that
relates the two TICs obtained at the inflow and outflow of the
mixing chamber. The mixing chamber is often modeled as a
linear and time-invariant �LTI� system, and therefore the rela-
tion between the input and output of the mixing chamber can
be described by a transfer function as a wash-out analysis.23

The transfer function is approximated as an exponential func-
tion with a time constant determined by the flow rate. There-
fore, given both the input and output TICs, deconvolution can
be applied to estimate the transfer function, from which the
flow rate can be determined.24 The applicability of the
1083-3668/2007/12�6�/064006/9/$25.00 © 2007 SPIE
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econvolution-based method is determined by the validity of
he LTI system model and the accuracy of deconvolution.24

Wash-in flow estimation methods have been proposed that
vercome the difficulties associated with deconvolution-based
ethods.15,19,25 This method requires the concentration of the

ontrast agent to be reduced by “destroying” indicators in the
OI. In ultrasonic imaging, for example, a microbubble-based
ontrast agent can be destroyed by irradiation with acoustic
ulses of sufficient energy,25,26 with the subsequent temporal
hanges in the concentration determined by the replenishment
ate of the contrast agent �i.e., new microbubbles flowing into
he ROI�. This replenishment process is related to the local
ow rate.15 Because deconvolution is not required, the
ash-in method is generally more stable and accurate.

We have previously developed wash-in flow measurements
or photoacoustic imaging14,15 using gold nanorods as the
hotoacoustic contrast agent. Gold nanorods are biomedically
ompatible materials that offer a strong photoacoustic re-
ponse in the visible to near-infrared region.27 The wavelength
t which a nanorod exhibits peak optical absorption is deter-
ined by its aspect ratio �defined as the length of the major

xis divided by that of the minor axis�. The shape of a nano-
od can be altered by laser pulses with sufficient energy,
hich is known as the nanorod-to-nanosphere shape

ransition.28 The laser-induced shape transition of gold nano-
ods leads to a reduction of the aspect ratio �often being trans-
ormed into nanospheres� and causes a downshift of the ab-
orption peak. In practice, the nanorods are not destroyed, but
nstead their shapes are changed, which effectively reduces
he concentration of the nanorods with the original aspect ra-
io, and the associated shift in the peak absorption wavelength
s monitored. The wash-in flow measurements used in ultra-
onic imaging are still applicable.

The purpose of this work is to extend the previously pro-
osed method from flow estimation from a single ROI to 2-D
ean flow velocity measurements. Achieving this requires a

-D photoacoustic imaging system with an adequate frame
ate, the design and construction of which is also described
ere. The accuracy of flow rate measurements made by apply-
ng this system to flow phantoms is also reported.

This work is organized as follows. The principles of flow
ate measurement based on the time-intensity method are de-
cribed in Sec. 2. Section 3 describes the high-frame-rate im-
ging system and the experimental apparatus of the flow rate
easurement. Section 4 describes the measurement results

rom flow phantoms. Section 5 discusses the results and the
ange of flow rates measurable by this system, and conclu-
ions are drawn in Sec. 6.

Principles of Photoacoustic Wash-in Flow
Measurement

he method used to estimate the flow rate consists of both the
estruction �i.e., depletion� and the replenishment �i.e., wash-
n� of the nanorods. Laser pulses with a sufficiently high en-
rgy are used to cause rod-to-sphere shape transitions, and
lso to monitor the reduced concentration of gold nanorods in
he ROI. The process is illustrated in more detail in Fig. 1. A
teady state is first reached before the application of laser
ulses �t� t0� after the injection of the gold nanorods. A laser

ulse transforms gold nanorods into nanorods with a smaller

ournal of Biomedical Optics 064006-
aspect ratio �possibly into nanospheres� at t= t0−, and the de-
tected photoacoustic-signal intensity is reduced �t= t0+�. After
that, new nanorods �without shape transitions� flow into the
ROI at a rate determined by the flow rate �t0� t� t1�, and the
concentration of gold nanorods with the original aspect ratio
increases in the ROI. Another laser pulse irradiates after a
pulse repetition interval �PRI� and causes another period of
destruction and the following replenishment of the gold nano-
rods. After several periods of the destruction-replenishment
process, the concentration of nanorods in the ROI will reach a
steady state if the number of incoming new nanorods approxi-
mates that of the destroyed nanorods.

The TIC measured in this period of time can be used to
calculate the flow rate by fitting it to a curve derived from the
replenishment model. The model used was adapted and modi-
fied from our previous work.15 Assuming that the laser beam
is much larger than the diameter of the capillaries inside a
flow region and that the beam profile of the ultrasound trans-
ducer along the y axis is u�y�, the effective concentration
measured by this transducer is

n��t� =
� n�y ;t�u�y�dy

� u�y�dy

=� n�y ;t�û�y�dy , �1�

where û�y�=u�y� /�u�y0�dy0, and n�y ; t� denotes the concen-
tration of gold nanorods in the vessel as a function of position
�y� and time �t�, the initial value of which is n0. A sequence of
laser pulses with a fixed PRI is applied from t= t0. To derive
the model for TICs, the interlacing destruction by laser energy
and replenishment of flow should be assessed respectively.
The short periods between t= �t0+k ·PRI�− and t= �t0
+k ·PRI�+, i.e., laser pulse duration, are called the destruction
phases, where k is the pulse index. The replenishment phases
occur between t= �t0+k ·PRI�+ and t= �t0+ �k+1� ·PRI�−, i.e.,

Fig. 1 Illustration in the wash-in process �top� and its corresponding
concentration curve �bottom�. After infusion, the concentration of
gold nanorods reaches an equilibrium �I�. The laser-induced shape
transitions result in the nanorods inside the laser beam being trans-
formed into nanospheres �or rods with a smaller aspect ratio� after
each laser pulse �II and IV�. New nanorods flow at a certain rate into
the region without laser irradiationed �III and V�.
a PRI. The superscripts � and � in the subscripts represent

November/December 2007 � Vol. 12�6�2
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soon after” and “immediately before,” respectively.
In the replenishment phase, predicting n�y ; t� for t� t0

ased on n�y ; t0� is required to estimate flow parameters, for
hich the initial condition is n�y ; t0�=n0−n0l�y�, where l�y�
enotes the shape of the laser beam along the y axis and is
ypically a low-pass function of y. Assuming that the flow
ystem is linear and shift invariant gives

n�y ;t� =� g�y − y0;t,t0�n�y0;t0�dy0 = n0 − n0g�y ;t,t0� � l�y� ,

�2�

here � denotes convolution �along y�, and g�y−y0 ; t , t0�,
.e., the transfer function, is the n�y ; t� corresponding to
�y ; t0�=��y−y0�, where ��y� is the Dirac delta function.
rom Eqs. �1� and �2� we can obtain

n��t� = n0�1 − h�v�t − t0��� , �3�

here

h�v�t − t0�� =� �g�y ;t,t0� � l�y��u��y�dy . �4�

ccording to the random-walk model,29 the density of label,
.e., nanoparticles, along the flow direction x after a bolus
njection can be represented as F�x ,��= �1/�	2��exp�−�x
x̄�2 /2�2�, where � and x̄ denote the random variable and the
istance after the injection, respectively. In this case, the bolus
njection, which is produced by the rapid laser destruction, is
etermined at t= t0, and �=	2D�t− t0� at the central position
f x̄=v�t− t0�. Therefore,

g�y − y0;t,t0� =
1

	4�D�t − t0�
exp
−

�y − y0 − v�t − t0��2

4D�t − t0� � ,

�5�

here D is the dispersion coefficient representing the
andomness.29,30 Assuming that both the laser and the ultra-
ound beam profile are Gaussian distributed in y �i.e., u��y�
exp�−y2 /�u

2� /	��u
2 and l�y�= l0 exp�−y2 /�l

2� /	��l
2,

here �u and �l are standard deviations of the ultrasound and
he laser beam profile, respectively�, Eq. �4� can be solved as

h�v�t − t0�� =
l0

���4D�t − t0� + �u
2 + �l

2��1/2

�exp
−
�v�t − t0��2

4D�t − t0� + �u
2 + �l

2� . �6�

reasonable approach to curve fit h�v�t− t0�� is to use

ĥ�k� = h�0�exp�− 	k� , �7�

here 	 is a model parameter, and k is the variable in the
tted curve. It represents the distance after a period of time

t− t0�. Under this condition, Eq. �3� can be rewritten as

ournal of Biomedical Optics 064006-
n��t� � n0�1 − c exp�− 	v�t − t0���

= n0�1 − c exp�− 
�t − t0��� , �8�

where c and 
 are model parameters, and 
 is proportional to
the flow rate v. This equation describes the concentration
change as a function of time in the replenishment phase.
Therefore, the effects of the replenishment phases between
each laser pulse firing can be estimated according to Eq. �8�,

1 − n��t − t0�t=�t0 + k · PRI�+/n0

� cexp�− 
�t − t0��t=�t0 + k · PRI�+, �9�

1 − n��t − t0�t=�t0 + �k + 1� · PRI�−/n0

� cexp�− 
�t − t0��t=�t0 + �k + 1� · PRI�−. �10�

The concentration of gold nanorods in the replenishment
phase can be described as:

1 − n��t − t0�t=�t0 + �k + 1� · PRI�−/n0

� exp�− 
 · PRI��1 − n��t − t0�t=�t0 + k · PRI�+/n0� .

�11�

On the other hand, in the destruction phases, it is notice-
able that the replenishment during the destruction phase is
negligible because the pulse duration is on the order of nano-
seconds and is much smaller than the length of the PRI. In
these periods, destruction mainly dominates the behavior of
the concentration of nanorods. The concentration decreases
asymptotically to a constant level and can be expressed as:

n��t − t0�t=�t0 + k · PRI�− � �n0 − n��rk + n�

for k = 0,1,2, . . . , �12�

where r�1 is the survival rate, which indicates the remained
nanorods after one laser pulse. n� is the baseline concentra-
tion. And the concentration of the gold nanorods after each
laser pulse can be expressed as:

n��t − t0�t=�t0 + k · PRI�+ � rn��t − t0�t=�t0 + k · PRI�−. �13�

Finally, we can obtain the concentration of the nanorods by
combining the destruction phase in Eq. �13� with the replen-
ishment phase in Eq. �11�:

1 − n��t − t0�t=�t0 + �k + 1� · PRI�−/n0

� exp�− 
 · PRI��1 − rn��t − t0�t=�t0 + k · PRI�−/n0� .

�14�

Let n��k�= n��t− t0�t=�t0 + k · PRI�− /n0, then we can have

n��k + 1� = 1 − �1 − rn��k��s , �15�

where s=exp�−
 ·PRI�, and solving Eq. �15� with n��0�=1

leads to

November/December 2007 � Vol. 12�6�3
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n��k� = � 1 − s

1 − rs
� + �1 − � 1 − s

1 − rs
���rs�k. �16�

quation �16� indicates that the concentration of gold nano-
ods decreases exponentially to a constant value determined
y the flow velocity and the laser pulse energy. Let n�� =1
s /1−rs and w=rs, then we can obtain a fitting model for

he measured TIC:

n��k� = n�� + �1 − n�� �wk. �17�

Finally, the mean velocity can be obtained from the value
f the fitted parameter:


 = v · 	 = − log�1 − �1 − w�n�� �/PRI. �18�

ccording to Wei et al.,19 	 is inversely proportional to the
idth of the detection region �i.e., the width of laser beam
=1/	�. Therefore, the flow rate can be calculated from the
tted parameter according to

v = 
 · E . �19�

Experimental Setup
.1 High-Frame-Rate Photoacoustic Imaging System
he photoacoustic technique combines laser irradiation and
coustic detection. It offers advantages of both a higher opti-
al contrast than conventional ultrasound and a better penetra-
ion depth as compared with all-optical imaging techniques
uch as microabsorption spectrometry and dark-field micros-
opy. The capabilities of photoacoustic imaging have been
emonstrated in many applications, including functional im-
ging of rat brain,31 breast tumor detection,32 and molecular
maging.33 Nanoparticles have also been used as contrast
gents and molecular probes.34,35 Generally, when a tissue is
rradiated by an incident laser pulse, absorption of the laser
nergy leads to a rapid temperature rise, thermal expansion,
nd the concomitant generation of broadband ultrasound
aves.36 These waves can be used to estimate optical proper-

ies �i.e., the optical absorption� of the tissue.
According to the wash-in flow measurement model de-

cribed in Sec. 2, flow rate measurements require the optical
bsorption of nanorods to be monitored over a considerable
eriod of time. During the replenishment period, absorption
hanges have to be measured over a short time interval �i.e.,
equiring a high sampling rate�. We have previously demon-
trated that a sampling rate of 15 Hz allows flow velocities
rom 0.35 to 2.8 mm/s to be measured in a single sample
olume.14

The 2-D photoacoustic imaging system used in this study
mployed an array transducer instead of a single-crystal trans-
ucer to increase the frame rate by allowing data to be ac-
uired simultaneously from multiple channels. This high-
rame-rate photoacoustic imaging system consisted of a fiber
aser system, an ultrasonic digital phased array system
DiPhAS�, which is often used in research applications, and a
ustom-design photoacoustic probe, as shown in Fig. 2. A
-switched Nd:YAG laser �LS-2132U, Lotis TII, Belarus� op-

rating at 1064 nm with a pulse duration of 8 ns was used for

aser irradiation. The 5-mm-diam beam from this laser was

ournal of Biomedical Optics 064006-
split and guided onto two multimode fiber light guides �LG-
L30-6-H-1500-F-1, Taiwan Fiber Optics, Taiwan� using a
half-reflectance beamsplitter �BS1-1064-50, CVI, NM�. The
output beams from the light guides were then focused by two
cylindrical lenses positioned 25 mm from the light-guide sur-
faces, resulting in two irradiated zones of 30�0.8 mm. Both
the light guides and the focusing lenses were mounted on a
custom-design holder as part of the photoacoustic probe for
confocal alignment. A motorized lens wheel �FW102, Thor-
labs, New Jersey� placed between the laser and the beamsplit-
ter was used to switch the laser energy.

Acoustic waves induced in the irradiated volume were de-
tected by a 128-channel ultrasonic linear array �L6, Sound
Technology, Pennsylvania� that was also confocally mounted
between the two light guides in the photoacoustic probe, as
shown in Fig. 2�b�. The transducer elements had a pitch of
0.3 mm, a 5-mm elevational width, and a center frequency of
5 MHz with an 82% bandwidth. Reflecting foil �Ho Yan Tape,
Taiwan� with a thickness of 9 �m was attached to the surface
of the transducer to block backscattered laser irradiation from
reaching the transducer surface. The DiPhAS was employed
to amplify and digitize the detected rf array signals. It con-
tained 64 transmitting and receiving channels and high-speed
multiplexers to allow the use of a transducer array with up to
192 channels, although in this study the multiplexers were not
used. The rf signals from the 64 transducer elements sent to
the receiver were amplified by up to 80 dB and then digitized
by analog-to-digital converters with 12-bit precision. The data
were sampled at 40 Msamples/s, and the on-board memory
allowed 512 data samples per channel to be stored before they
were transferred to a personal computer �PC�. The DiPhAS

Fig. 2 �a� Schematic of the high-frame-rate photoacoustic imaging
system that includes a fiber laser system, a DiPhAS, and custom-made
photoacoustic probe. �b� Custom-made photoacoustic probe. The out-
put beams from the light guides are focused by two cylindrical lenses
positioned 25 mm from the light-guide surfaces. The focused laser
beam and the ultrasound detection area are aligned confocally.
allowed array data from 64 channels to be simultaneously

November/December 2007 � Vol. 12�6�4
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cquired and transferred every 4 ms, giving a frame rate of up
o 250 Hz. The raw rf data were transferred through a high-
peed digital I/Q card �PCI-7300A, ADlink, Taiwan� to the
C, and dynamic focusing and image reconstruction were per-
ormed off-line. The DiPhAS and laser were synchronized
sing a programmable logic device �EPM3064A, Altera, Cali-
ornia�, with the laser triggered by the DiPhAS. The actual
rame rate of the system was limited to 15 Hz due to the
aximum PRF of the laser that we used.
In this study, 2-D photoacoustic images captured from the

ame flow region over the replenishment period were used to
valuate the concentration change of gold nanorods. ROIs
ere chosen to include the flow area of interest, such as cap-

llaries or organs. The mean photoacoustic intensities in these
OIs were calculated at each time step as a data point in the
IC. Therefore, there is a tradeoff between the SNR and the
ize of the ROI �which determines the spatial resolution�.

.2 Flow Phantom
igure 3 shows a schematic diagram of the flow measurement
etup. A sample was made of chicken breast tissue, in which
olyethylene tubing �Intramedic™ 427411, Sparks, Mary-
and� with a inner diameter of 580 �m was embedded at a
epth of 2 mm. A volume of 1 ml of human blood and 55 �l
f gold nanorods with an absorption peak at 985 nm at a

ig. 3 Experimental setup of the flow phantom, in which the flow rate
as controlled by the infusion pump with a syringe. The tubing was
laced inside the chicken breast tissue to simulate tissue microcircu-

ation. The flow velocities ranged from 0.125 to 2 mm/s.

ig. 4 Image intensities measured with the laser energy of
2
2.4 mJ/cm . The intensity rapidly decayed to 90% within 4 s.

ournal of Biomedical Optics 064006-
concentration of 3.6 nM were mixed and injected into the
tubing with a 1-ml standard syringe. The absorption peak of
the nanorods was measured using a spectrophotometer �V-
570, Jasco, Japan�. The syringe was controlled by an infusion
pump �KDS 100, Montreal, Canada� to create mean flow ve-
locities ranging from 0.125 to 2 mm/s. The theoretical flow
velocity is the mean value of the entire flow region. It was
calculated from the pumping rate of the infusion pump with
the cross sectional area size of flow region �i.e., the tubing�.
Before these experiments, the pumping rate has been tested by
measuring the weight of the pumped water. The photoacoustic
probe was positioned 13 mm above the tube, and cross sec-
tional images were captured. TICs were achieved by summing
the photoacoustic intensities from within a 0.6�1.2-mm ROI
�8�4 pixels in the z and x axes, respectively� at each time
point.

A pilot experiment indicated that applying laser irradiation
at energy densities of 82.4 mJ/cm2 was suitable for the de-
struction of the nanorods in the tube. Figure 4 shows that the
image intensity decayed within 4 s. Figure 5 shows the
visible-to-infrared spectra of the nanorods before and after the
applications of the destruction pulses as measured using the
spectrophotometer, with the gray rectangle highlighting the
large absorbance difference at 1064 nm �the wavelength of

Fig. 5 Spectra of nanorods before �solid line� and after �dashed line�
the laser-induced shape transition. The gray rectangle indicates the
wavelength of the laser irradiation �around 1064 nm�.

Fig. 6 Measured photoacoustic intensity as a function of nanorod
2
concentration for laser energy of 6.45 mJ/cm .

November/December 2007 � Vol. 12�6�5
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he laser irradiation�. Figure 6 demonstrates the linearity of
he relation between the concentration of the nanorods and the
hotoacoustic intensities before the flow experiments �for an
nergy density of 6.45 mJ/cm2�, and thus the validity of
onitoring nanorod concentration by measuring photoacous-

ic signals.

Experimental Results
igure 7 shows focused cross sectional images of the flow
hantom. In this figure, the positions of the chicken breast
issue and the tubing show consistent with their location. The
ubing is at a depth of 2 mm from the chicken breast surface,

fact that the laser energy irradiates the tubing after propa-
ating through light scattering and absorbing biological tissue.
n this case, the destruction of the gold nanorods from the
uter tissue sample becomes difficult, since the laser intensity
ecays along the propagation depth due to the light attenua-
ion. Images captured during the measurement �t
0 to 16.5 s� are shown in Figs. 8�a�–8�c�, displayed with a
ynamic range of −10 dB. These images display a depth of
.5 mm and a width of 5 mm, and were normalized by sub-
racting the background image captured without gold nano-
ods. Therefore, these images show only the photoacoustic
ignals from the nanorods. The laser energy was set at
2.4 mJ/cm2 �i.e., at t=0 s�. It is clear that the image inten-
ity decreases with time, indicating that the gold nanorods
nside the tube underwent shape changes due to the strong
ncident laser energy that reduced the optical absorption at the
aser wavelength. A steady state was reached after continuous
aser irradiation at the same energy level for 16 s, at which
oint the number of nanorods that underwent shape transition
as roughly the same as the number of new nanorods flowing

nto the ROI. A square region with a size of 0.6�1.2 mm

ig. 7 Chicken breast image. The tubing with an inner diameter of
80 �m was placed at a depth of 2 mm from the tissue surface. The
isplayed dynamic range is 45 dB.

ig. 8 Images captured at different times at a flow rate of
.125 mm/s. The displayed dynamic range is 10 dB. Note that these

mages were normalized by subtracting the background image cap-

ured without gold nanorods.

ournal of Biomedical Optics 064006-
was selected as the ROI, as indicated by the dashed box in
Fig. 8�a�. The mean image intensities within the ROI were
summed to create the TIC. Figure 9 shows the normalized
TICs measured at flow rates of 0.125, 0.25, 1, and 2 mm/s,
which clearly indicate that the replenishment rate of the na-
norods increases with the flow rate, as described by Eq. �17�.

The TICs were then calculated by fitting, which was per-
formed using MATLAB �The MathWorks, Natick, Massachu-
setts�. The TICs were measured five times in each case, from
which mean and standard deviation �STD� values were calcu-
lated. In Eq. �18�, flow rate v is proportional to the product of
fitting parameter 
 �i.e., rate constant� and the width of irra-
diated volume E. Figure 10 shows the mean flow rate calcu-
lated for irradiated zones with widths ranging from
0.2 to 1.0 mm. The results calculated with a large E �i.e., a
broad irradiated zone along the y axis� are overestimations,
whereas a small E results in underestimations of the flow
velocity. It is clear from the figure that using E=0.5 mm
gives the best agreement with the theoretical flow rate. How-
ever, the width of the irradiated volume of this system is
0.8 mm �which was measured by using a knife-edge method�.

A comparison between the experimental results using E
=0.8 mm and the actual flow velocities is shown in Fig. 11.
Because the ROI covers nearly the entire cross section of the
tube, the measured results can be viewed as the mean flow

Fig. 9 Normalized TICs �markers� and their corresponding fitted
curves �lines� at flow rates of 0.125, 0.25, 1, and 2 mm/s,
respectively.

Fig. 10 Estimation results of the flow rate for E values from

0.2 to 1 mm.
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elocity inside the sample volume. It is obvious that most of
he flow velocities are overestimated. The linear regression
urve between the measured velocities �y� and the actual ve-
ocities �x� is described by y=1.68x−0.12, which indicates
hat the measured flow velocity is higher than the actual one.
he correlation coefficient between the measured flow veloci-

ies and their linear regression fit was 0.83. Figure 11 also
hows that the STDs increase with the mean values, with Fig.
2 plotting the normalized STD-to-mean ratios �the average
alue is 31.3%�. This relationship may be attributable to the
NR of TICs. In high flow velocities, replenishment becomes
ore effective, which means that the steady state �in which

he number of incoming new nanorods approximates to that of
he destroyed nanorods� is easier to approach, as shown in
ig. 9. Therefore, fitting such low contrast curves without
ufficient SNR leads to measurement errors. This problem can
e solved if a larger ROI is chosen to increase the SNR.

Discussion
he results presented here show that the wash-in flow estima-

ion method can be implemented utilizing images captured by
high-frame-rate photoacoustic imaging system. However,

wo issues need to be addressed before making in-vivo mea-
urements. First, our experiments were conducted with a mea-

ig. 11 Flow rate estimation results �solid line�, its linear fit �dashed�,
nd the ideal curve �dotted line� for an irradiated zone with a width of
.8 mm.

ig. 12 Normalized STD versus the flow velocity. The average value

s 31.3%.
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sured laser beam width. However, the width of the irradiated
zone in the tissue is difficult to evaluate when the laser pulse
propagates through a strongly scattering medium, and an in-
correct width leads to measurement errors, as shown in Fig.
10. Therefore, the difference between the assumed and actual
width is a critical problem in this method if absolute measure-
ments are required. Nonetheless, relative measurements can
be made even in the presence of errors in E. Second, the
measurable range of the flow rate is determined by both the
frame rate �i.e., sampling rate� and the width of the irradiated
zone in the ROI. There is therefore a tradeoff between the
elevational resolution �i.e., the resolution along the axis per-
pendicular to the cross sectional image� and the measurable
flow rate. On the other hand, actual flow rates ranging from
0.5 to 10 mm/s in capillaries smaller than 200 �m have
been verified using intravital microscopy.28 Therefore, such
applications of this method require a system with a broad
sampling range. In addition, preclinical investigations with
small-animal models require a better spatial resolution for
identifying their anatomic structures.

The rate constant is defined as the ratio of the flow velocity
to the width of the irradiated zone, and represents the replen-
ishment rate inside the irradiated volume �see Fig. 1�. A large
rate constant means that the concentration of new nanopar-
ticles inside the irradiated zone rapidly reaches a steady state.
Therefore, either increasing the flow velocity or decreasing
the width of the irradiated zone increases the rate constant.
Based on this principle, the flow velocity can be determined
from the width of the irradiated zone and the sampling rate.

To investigate the relation between the rate constant 
 and
the sampling rate, TICs were calculated for various rate con-
stants ranging from 0.2 to 10/s using Eq. �16�. The simulated
TICs were sampled at rates ranging from 1 to 50 samples/s.
These TICs were curve fitted for rate-constant estimation �as
the last step in flow estimation�. Comparisons between the
measured rate constants with the predetermined values are
presented in Fig. 13. In this figure, most of the resulting ratios
are more than unity, meaning that the measured rate constant
is 10 to 20% higher than the determined one. This could be a
possible reason of the overestimations shown in Fig. 11. On
the other hand, it is also noticeable that the resulting ratios are

Fig. 13 Ratio of the measured 
 to the predetermined 
 from numeri-
cal simulations. The frame rate of the current system �i.e., 15 Hz� is
indicated by the vertical dashed line.
less than unity when the sampling rate is insufficient, meaning

November/December 2007 � Vol. 12�6�7
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hat the measured flow rate is lower than the determined one.
his may be due to a high-flow velocity in an irradiated zone,

esulting in a large rate constant and thus a short replenish-
ent period. With an irradiated zone of constant width and a
xed frame rate, underestimation is worse when the flow ve-

ocity is higher �i.e., higher
�. In Fig. 13, the system frame
ate of 15 Hz is indicated by the vertical dashed line. The
ow velocity corresponding to rate constants of 0.2/s, 1 /s,
nd 5/s are 0.16, 0.8, and 4 mm/s, respectively �assuming an
rradiation width of 0.8 mm�.

In our previous work, we also reported a two-energy
ash-in flow estimation method. This method contains a se-
uence of laser pulses to destroy gold nanorods, and a follow-
ng sequence with lower laser energy to monitor the
eplenishment.15 However, lower laser energy propagated
hrough turbid biological tissues cannot provide sufficient
NR for the replenishment measurement. Therefore, in strong
cattering and absorbing tissue, it is much easier to achieve
he flow estimation method in single energy than that in
ouble energy.

Although color Doppler techniques have been routinely
sed in diagnostic ultrasound, there have been no reliable flow
stimation methods available for photoacoustic imaging other
han the proposed method in our study. It is therefore the
urpose of this study to demonstrate the feasibility of our
pproach. Current color Doppler techniques estimate blood
ow velocities by calculating the phase of the autocorrelation
unction of the baseband Doppler signals.37,38 However, such
hase-sensitive techniques are not applicable in photoacoustic
maging. In addition, the phase measurement is sensitive to
oise and susceptible to tissue motion. Particularly for low
elocity flows, design of the clutter filters becomes challeng-
ng, if not impossible.39 Note that the proposed method is less
ffected by noise because contrast agents �gold nanoparticles�
re used. The estimation can also be performed more reliably
ecause the data are collected over a longer period of time
nd signal averaging is generally applied.

Conclusions
e experimentally demonstrate the feasibility of nanorod-

ased flow measurement based on a high-frame-rate photoa-
oustic imaging system, which currently has a frame rate up
o 15 Hz. The linearity between the nanorod concentration
nd photoacoustic intensities is verified. The results of the
ow experiments show that flow velocities ranging from
.125 to 2 mm/s can be measured, with an average normal-
zed STD of 31.3%. The measurable flow rate of this method
s limited by the PRF of the laser system. The feasibility of
n-vivo studies is also been discussed. To apply this flow mea-
urement method to preclinical research involving small-
nimal models, one future direction is to build a photoacoustic
maging system equipped with a transducer array operating at

higher frequency �to improve the imaging spatial resolu-
ion�, and a laser with a higher PRF �to provide a high frame
ate�.
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